How to restart the SQL database for the APEXII

(courtesy of Daniel Stern, Bruker AXS)

Right click on 'My Computer' > choose 'manage' from the pull down menu > go to 'Services and Applications' > select 'Services' (see attached picture)

Use the Start or Restart link to start/restart the database